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out and left overnight to harden. The next morning the
silicon mould is removed from the confirmer shell. Any
sharp edges are easily trimmed with a scissor. This is then
inserted within the orbit to check for satisfactory fit. Any
pressure point or irregular area can be easily shaved off.
It is then sterilized and is ready for insertion within the
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